Unstable intertrochanteric fractures: How to prevent uncontrolled impaction and shortening of the femur

Nestabilni intertrohanterni prelomi: kako sprečiti nekontrolisanu impakciju i skraćenje femura

Miodrag Bogosavljević, Dragan Stokić, Žan Friščić, Branko M. Ristić

*Medical Center Požarevac, Požarevac, Serbia; †Clinical Center Kragujevac, Kragujevac, Serbia; ‡University of Kragujevac, School of Medicine, Kragujevac, Serbia

Abstract

Background/Aim. Unstable intertrochanteric (IT) fractures, especially fractures with a reverse or transverse fracture line, have tendencies to make significant impaction on shortening of the femoral neck and lower extremity. The biomechanical complexity of the fracture, the type and the position of the implant are known to influence postoperative outcome. The aim of this study was to compare characteristics of two versions of dynamic hip implants in controlling the dynamization of unstable IT fractures of the femur.

Methods. In the prospective study that included 1,115 patients with fractures of the proximal femur, 61 patients had IT fractures with a reverse or transverse fracture line. All the patients were treated surgically with the same implant in two versions: Dynamic Hip Screw – DHS-MB-S implant with a rigid part of standard length (40 mm) and DHS-MB-I implant, with a rigid part of the implant individualized for each patient depending on the transverse diameter of the proximal femur. The patients were under gradual radiographic and clinical control. Six months postoperatively we measured the length of the extremity and the degree of the medialization of the distal part of the femur.

Results. All the fractures healed six months after the operation. Medialization and shortening of the extremity were significantly less in the group with fractures fixed by the DHS-MB-I implant, in which length of the rigid part of the implant was preoperatively measured individually for each patient.

Conclusion. In order to achieve a desired functional result, the control of dynamisation in unstable IT fractures is significant in the fixation of these fractures of the femur. We presented possible methods to realize it by the contact of the rigid part of our implant with medial cortex of the proximal fragment of the femur.

Key words: hip fractures; orthopedics; prostheses and implants; contracture; movement; prognosis.

Apstrakt


Ključne reči: kuka, prelomi; ortopedija; proteze i implantati; kontrakturna; pokretnivost; prognoza.

Correspondence to: Branko Ristić, Street Luja Pastera 12/14, 34 000 Kragujevac, Serbia. Phone: +381 34 370 046, +381 63 606 779. E-mail: branko.ristic@gmail.com
Introduction

Fixation of unstable intertrochanteric (IT) fractures still does not completely solve the problem. Operative procedures for the reduction and fixation of IT fractures are technically challenging. Reoperation rates of 4% to 12% have been reported following the standard technique of fixation with a sliding compression hip screw 1–5.

Using fixation with dynamic characteristics leads to a significant interfragmentary transfer of the load and the decrease of postoperative complications. The deficiency of this fixation method is seen in uncontrolled impaction of main fragments and shortening of the femur neck in unstable fractures (AO/OTA 31-A3) 6 with a significant comminution of the posteromedial cortex 2, 4.

In unstable IT fractures with a reverse fracture line there is no bone barrier, which leads to uncontrolled medialisation of the distal fragment. Attempts to solve this problem with rigid implants have added lateral barriers on the implant itself, implants with biaxial dynamisation and intramedullary implants have not given a definite solution and have been followed by complications 3, 4, 7–9.

The way we deal with this problem introduces a new concept of controlled impaction and dynamisation. The concept has been realized by introducing an implant which can control the process of impaction and medialisation of the distal fragment. This process is made by the contact of the rigid part of the implant and the medial cortex of the proximal fragment.

We have not so far found in literature any other attempt to use the cortical structure of the medial cortical complex of the proximal fragment in fixation of IT fractures.

We designed a new dynamic hip implant that rigidly controls rotation of the proximal fragment of the fractured femur with two parallel head neck screws 10. Besides that, the implant can control the level of impaction and medialisation of the distal fragment which is achieved by the contact of the rigid part of the implant and the medial cortex of the neck. Choosing different lengths of the rigid part of the implant allows individualization of the contact of the femur and the implant 11.

Methods

From 1995 to 2001 a total of 1,115 patients with a hip fracture were treated in the Orthopaedic-Trauma Ward of the General Hospital in Požarevac. There were 705 extracapsular fractures in 682 patients. In the study group, 61 fractures were classified as one out of three types of AO/OTA 31-A3. From the whole number of proximal femur fractures (1,115), 5% belonged to this type, in comparison to all IT fractures (682) which was 9%. All IT fractures were fixed by the below described implant (DHS-MB) 10.

The operation was performed on a patient in the supine position. We approached the lateral aspect of the proximal femur by a lateral incision which begins about 6 to 8 cm distally to the greater trochanter along the shaft of the femur. The incision is as long as the part of the implant that lies on the femoral shaft. Reduction of fracture and radiographic control preceded fixation.

First, we introduced a guide wire under the angle of 135°. The optimal position of the wire is in the lower third of the femoral neck and head in the antero-posterior (AP) projection and centrally in the lateral projection (Figure 1a).

The rest of the procedure was done by a pattern and was very easily carried out. Next, we did perforation of holes on the lateral cortex and application of the self-cutting cannulated nail (6 mm in diameter) (Figure 1b).

On the self-cutting nail we slid a specially designed drill guide that made it possible to perforate a hole 11 mm in diameter (Figure 1c, middle). Processing the two holes resulted in a definitive oval-shaped perforation on the lateral cortex with the guide nail in the distal third (Figure 1c, right). Then, we did application of the implant. Its fixation to the femur shaft with cortical screws, application of the proximal head-neck screw and replacing of the guide nail with the distal head-neck screw we showed at Figure 1d.

<table>
<thead>
<tr>
<th>a)</th>
<th>b)</th>
<th>c)</th>
<th>d)</th>
</tr>
</thead>
<tbody>
<tr>
<td><img src="a.png" alt="image" /></td>
<td><img src="b.png" alt="image" /></td>
<td><img src="c.png" alt="image" /></td>
<td><img src="d.png" alt="image" /></td>
</tr>
</tbody>
</table>

**Fig. 1 – a) Introducing a guide wire; b) introducing a self cutting cannulated nail; c) making a proximal perforation; d) final implant application**

The rigid part of the implant was shaped like a wedge-plate of 135° angle. The proximal wedge was like a console that has two parallel self-cutting screws of 6 mm diameter at the distance of 4 mm. The lateral side of the plate had 2–12 perforations for cortical screws. Femoral head-neck screws
were placed subchondrally. They had to control varus, anteverision, retroversion and rotation of the proximal fragment. Femoral head-neck screws have an unrestrained possibility of telescoping.

The two different versions of the implant were used: implant with a standard length of the rigid part (DHS-YU-S) of 40 mm (Figure 2a), and implant with individualised length of the rigid part (DHS-YU-I) (Figure 2b). The length of the implant was determined as follows. It is known that the form and length of the proximal wedge make contact between the rigid part of the implant and the medial cortex of the proximal fragment possible, so the implant can control medialisation of the distal fragment and impaction of major fractural fragments.

On the preoperative AP radiography of the healthy femur, we measured the diameter of the proximal femur (a) (Figure 3).

On the second postoperative day, the patients were allowed full-weight bearing (without restriction) on the operated leg. Patients were under gradual radiographic and clinical control at the three points in time: at six weeks and then at three and six months.

Six months after the surgery, postoperative radiographs were used to measure the diameter of the proximal femur in AP projection. Its length was shown in mm. The percentage of medialisation of the distal fragment was assessed in relation to the diameter of the proximal femur. Also, six months after the surgery, destabilization of fracture was notified and the length of the extremity was clinically measured.

The data were analyzed by the $\chi^2$ test with the Yates correction and Student’s t-test for small independent samples. The $p$ values $< 0.05$ were considered to be significant.

### Results

There was no statistically significant difference between the two studied groups regarding age, gender, value of the mini mental test and prefracture mobility test (Table 1).

There were no statistically significant differences in the anterior – posterior orientation of the implant between the studied groups. In the lateral view, in the patients with fractures fixed by the DHS-MB-S implant, there was a statistically significantly larger number of cases with the implant...
oriented to the posterior, in comparison to the patients with fractures fixed by the DHS-MB-I implant.

From 1995 to 1998, fractures were stabilized with implant of standard rigid part length of 40 mm (DHS-YU-S) (Figure 3a). In this group of the patients, 34 fractures were classified as one of three types of AO/OTA 31-A3. Six patients died within six months, the remaining 28 patients were studied.

From 1999 to 2001, we determined the length of the proximal part of the plate (console) in relation to the diameter of the proximal femur (DHS-MB-I) (Figure 3b). We classified 27 fractures as AO/OTA 31-A3 in this group. Three patients died within six months. We had the final results in 24 patients.

There was no statistically significant difference between the two studied groups in relation to the type of fracture.

There was deep infection in one patient from the DHS-YU-I implant group. The fracture was consolidated and the infection was surgically treated after removal of the implant. In one patient from the DHS-YU-I implant group, diaphyseal destabilization occurred, but without repercussion to the healing of the fracture or the function of the lower extremity within six months.

A significant average of medialization occurred in the group of fractures stabilized with the DHS-YU-S implant (32% of the proximal femur diameter), did not cause destabilization and lack of the healing process of the fracture, but this medialization caused a significant average shortening of the extremity. Also, different application in the implant in lateral view did not have an influence in the sense of destabilization and the healing process.

In the group of fractures stabilized with the DHS-YU-I implant, individualization of length of the rigid part of the implant caused a significant reduction of the average medialisation (5% diameter of the proximal femur) which produced lower levels of extremity shortening (Figures 5a–d).

The average values of the mobility score after the surgery show that there were no statistically significant differences between the studied groups of patients.
Discussion

In previously published studies, the incidence of the fracture type AO/OTA 31-A3 is comparable with our findings: Brammar et al.\textsuperscript{18} reported 3% of the sum-total of hip fractures and 7% of the sum-total of extracapsular fractures and Haidukewych et al.\textsuperscript{19} 5% of extracapsular fractures.

Early destabilization and pseudarthrosis are known complications in treatment of unstable IT fractures\textsuperscript{18-21}.
Complications as destabilization and the lack of healing process of fractures did not occur in our study.

Medialization of the distal fragment was statistically significantly higher in the group of patients with the DHS-YU-S implant. In the group of patients with the DHS-YU-S implant, the percentage of patients in whom the shortening of the lower extremity occurred was statistically significantly higher than in those with the DHS-YU-I implant, too. The number of patients in the DHS-YU-I group in whom neither the shortening nor the lengthening of the lower extremity occurred after the operation was statistically significantly higher in comparison to the DHS-YU-S group of patients.

Rotation control of the proximal fragment is crucial in the fixation of unstable intertrochanteric fractures (AO/OTA 31-A). This control can be implemented by applying two or more parallel screws that make close contact with the femoral head. Also, it is important to control medialisation gained by the contact of the rigid part of the implant with the internal side of the medial cortex (medial, anteromedial or posteromedial). The medial cortex of the proximal femur is a very compact structure whose significance has been neglected up to now. By achieving the intimate contact of the medial cortex and the rigid part of the implant by the most favourable way under the angle of 135º, we transfer the load to the lateral cortex. The implant dynamic part allows close and continuous contact of the medial cortex and the rigid part of the implant without any danger of breaching (self-cutting) the femoral head.

In this way, all advantages of dynamization are used and the unwanted effect of medialisation of the distal fragment is prevented. According to the suggested solution, dynamization can be planned before surgery by choosing an adequate length of the rigid part of the implant and the extremity shortening can be prevented.

A parallel study that suggests fixation of IT fractures with other methods of fixation, above all with intramedullary implants, waits to be reported.

Conclusion

In order to achieve a desired functional result, the control of dynamization in unstable IT fractures is significant in the fixation of IT fractures of the femur. We presented possible methods to realize it by the contact of the rigid part of our implant with medial cortex of the proximal fragment of the femur.

References
